This microinjectrode system is designed for drug infusion, electrophysiology, and delivery and retrieval of experimental probes, such as microelectrodes and nanosensors, optimized for repeated use in awake, behaving animals. The microinjectrode system can be configured for multiple purposes: (1) simple arrangement of the cannula for placement of an experimental probe that would otherwise be too fragile to penetrate the dura mater, (2) microfluidic infusion of a drug, either independently or coupled to a cannula containing an experimental probe (i.e., microelectrode, nanosensor). In this protocol we explain the step by step construction of the microinjectrode, its coupling to microfluidic components, and the protocol for use of the system in vivo. The microfluidic components of this system allow for delivery of volumes on the nanoliter scale, with minimal penetration damage. Drug infusion can be performed independently or simultaneously with experimental probes such as microelectrodes or nanosensors in an awake, behaving animal. Applications of this system range from measuring the effects of a drug on cortical electrical activity and behavior, to understanding the function of a specific region of cortex in the context of behavioral performance based on probe or nanosensor measurements. To demonstrate some of the capabilities of this system, we present an example of muscimol infusion for reversible inactivation of the frontal eye field (FEF) in rhesus macaque during a working memory task.
Introduction
Electrophysiology and drug injection methods are widely used in neuroscience to study neuronal activity and behavior, in vivo, in rodents and primates. Over the last three decades, improvements of the early injectrode models allowed a more precise and less invasive technique, and simultaneous recording and drug injection at specific brain sites 1, 2, 3 . For primates in particular, the ability to precisely deliver small volumes with minimal tissue damage is critical if the technique is to be used for the study of advanced cognitive functions that require highly trained animals. Recent advances include chronic electrophysiological and chemical measurements in combination with stimulation using implanted probes 4 , and combined recording and microfluidic drug delivery has recently been piloted in rodents 5 . The injectrode system described here allows electrophysiological recording, stimulation, and precise drug delivery, and it has already been successfully implemented in multiple primate labs 6, 7, 8 .
The increasing availability of delicate, specialized sensors, such as nanosensors 9,10 with neuroscience applications, demands a reliable method for getting the probe through the dura mater without damaging the fragile nanoscale devices or microelectrode tips.
We designed a microinjectrode system that overcomes the technical challenges of combining these methods using readily available, low-cost components, and facilitates two main functions: (i) The ability to place a fragile experimental probe, such as a microelectrode or nanosensor, through the dura mater and neural tissue, protected from any damage. This functionality allows placement of the experimental probe at targeted locations, delivered by using the cannula as a guide through the neural tissue. (ii) The ability to use a microelectrode to perform experiments combining electrophysiology recordings and electrical stimulation with drug injection.
Our system uses a guide tube to penetrate the dura, along with a cannula which functions both for drug delivery (when using the system for microinfusion) and provides additional protection for the microelectrode or nanosensor (both when passing through the dura and neural tissue). This system can be easily constructed with widely commercially available components, which are inexpensive and easy to find. We minimize penetration damage by using a small diameter cannula (outer diameter OD = 235 µm, inner diameter ID = 108 µm).
Here we present step-by-step instructions for the microinjectrode construction and configuration of the microfluidic system. We explain the steps needed for use of the microinjectrode, either independently or coupled to the microfluidic system for drug injection. A similar approach can be applied with any fragile experimental probe, such as a nanosensor 1. Construction of the Microinjectrode for Stimulation and Recording (Figure 1a) 1. Measure the length of the cannula and the probe (in this example a nanosensor). Probe must be longer than the cannula by the length it is to protrude from the cannula tip (depending on probe design) plus approximately 2 cm. 2. Under a magnifier or a microscope (~10x magnification), load the probe into the cannula; if possible a back-loading is preferable to protect the tip of the probe. NOTE: This step, performed manually, is challenging. It is recommended to practice with a microelectrode under a magnifying glass before attempting with an actual experimental probe.
Pass the cannula (containing the probe) through the top ferrule, T-junction, and bottom ferrule.
1. If the probe is just a single wire without any attachments, back-load it into the canula and insert the assembly into the T-junction from the bottom ferrule. Top of cannula (flat-end side) should be positioned in the middle of the T-junction, within the bottom but not the top ferrule. The experimental probe or biosensor should protrude above the top of the top ferrule. NOTE: Custom-made ferrules can also be made by drilling a hole in the ferrule plugs using micro drill bits, the size of the hole being based upon the diameter needed for tightening the cannula to the T-junction.
4. Use the ferrule wrench to tighten the ferrules on the top and bottom of the T-junction. Do not over-tighten. A small piece of tubing can be added to strengthen the electrode support within the top ferrule. 5. Solder gold pins to each of the probe terminals (signal, ground, etc.), according to the specifications of the probe. 6. Adjust relative position of probe and cannula. Measure the distance that the probe is protruding from cannula under magnification, and adjust manually from the top end (probe can slide freely within ferrules). 7. Add epoxy glue between the gold pins and the top ferrule to attach the probe to the ferrule. 8. Unscrew the top ferrule to retract probe inside cannula. Visually confirm that the probe is fully within the cannula under magnification. 9. Attach the injectrode to the microdrive. (Figure 1b) 4. Measure the microdrive position (depth) at which the microinjectrode protrudes from the guide tube, then retract it ~1 cm to prepare for insertion. 5. For microinfusion experiments, connect the "brain line" to the unused T-junction opening of the microinjectrode. Use a standard ferrule and tighten with the ferrule wrench.
Construction of the Microinjectrode for Drug Infusion

Flushing and Preparation of the Microfluidic System
1. Position the microdrive with the microinjectrode over a waste beaker. 2. Load chlorhexidine (e.g., nolvasan; dissolved at 20 g/L) into the 1 mL gastight syringe and place it in the Drug pump. Turn the flow direction of the valves such that fluid goes from the Drug pump through the valve to the valve line and out the "brain line". 3. Flush the circuit with chlorhexidine using a low flow rate (50-200 µL/min) for a minimum of 10 min. Repeat steps 5.2 through 5.3 with sterile saline and then air. NOTE: It is important to check for leaks at this stage. Gently apply lint-free wipes at the junctions to help reveal any liquid leaks through the ferrules. 4. Load the drug in the 500 µL gastight syringe, compress the air and then place in the Drug pump. Flow at 50 µL/min until a few drops flow from the microinjectrode. 5. Soak the guide tube in chlorhexidine (dissolved at 20 g/L) for 15 min. 6. Turn the direction of the Output valve towards the "flushing line". Advance the Marker pump until a clear edge of color and oil is observed on the ruler line. Make sure there is always oil between the drug and the color in order to not mix the two water-soluble materials and lose the sharp edge between them. Mark the starting position of this oil/dye line (with a piece of tape or marker). 7. Turn the direction of the Output valve towards the brain line.
Performing Recording or an Infusion Experiment
NOTE:
Animal handling steps will vary depending on the lab and experiment. The following steps are to be performed after the necessary surgical set up and preparation has been performed to expose the dura. Following the experiment, all necessary post-procedure steps must be performed in accordance with institutionally approved protocols.
1. Attach the microdrive to the recording chamber. Lower the guide tube to penetrate the dura.
NOTE: The guide tube should not penetrate any further than the dura in order to avoid damaging the cortex. 2. Lower the microinjectrode to about 2 mm above the site for recording/injection in the brain. 3. Tighten the top ferrule (protruding microelectrode/biosensor) and connect the gold pins to the recording system. Keep advancing the microinjectrode to the target site. NOTE: Remember to include the distance that the microelectrode extends beyond the cannula in the calculations. 4. For infusion experiments, use the manual microsyringe pump to move the column of oil by 1 cm every 3 min (~60 nL/min). Once the desired volume has been infused, switch the Output valve towards the flushing line. NOTE: The volume infused will vary based on model species and brain area targeted. Faster flow rates may damage neural tissue. 5. When the experiments are complete, retract the microinjectrode within the guide tube (leave the probe protruded). Then remove the microdrive for flushing. Flush the microfluidic system as described in steps 5.1-5.5. to prepare for reuse. NOTE: In our experience, the microinjectrode will last for several uses if proper care is taken. Electrophysiological recording quality drops faster than the capability of injection.
Representative Results
We performed injection of a GABAa agonist (muscimol) for reversible inactivation of the frontal eye field (FEF), while the animal performed a memory guided saccade task 11 . In this task, the animal fixates and a peripheral visual target is presented. The animal maintains fixation while remembering the target location, and once the fixation point disappears, executes a saccadic eye movement to the remembered location to receive a reward. The microinjectrode was built according to instructions in Figure 1b . The infusion volume for the example experiment was 850 nL. Behavioral performance on the memory guided saccade (MGS) task at various locations and times relative to the muscimol infusion is shown in Figure 4 . The largest performance deficits were observed at 2 to 3 h post-infusion.
Discussion
Several methods are currently available to perform simultaneous drug delivery and electrophysiology. Our system is intended to have the flexibility to be used for recordings either independently or in combination with drug injection, and to have the ability to precisely place any fragile experimental probe, such as a nanosensor or a microelectrode, protected from any damage, through the dura mater and neural tissue. The system allows precise control of drug infusion volumes with the naked eye (17 nL precision shown in previous studies in our lab 3 ).
There are more specialized systems for pressure injection with smaller diameters 12 . Those systems allow for multiple recording sites, but the complex setup of software and hardware required for control of the system carries higher costs for each of the components, and has less flexibility to interface with experimental probes that are not yet commercialized on a large scale. Moreover, our injectrode does not require a chronic implant and provides a great degree of flexibility: compatible with biosensors to measure chemical and electrophysiological signals, and capable of infusing drugs as well, with the potential to measure the effect of localized drug infusions on these responses.
The design allows the experimental probe to be protruded after dura penetration in order to avoid damage to the structure of the probe. This feature allows for the multifunctionality of the device, to penetrate the dura without risking damage of any experimental probe such as nanometer-scale nanosensors 10 . However, there is a limitation of the length that can be protruded, restricted by the number of turns of the ferrule, limited to ~1 mm for the standard ferrules. There is minimal tissue damage due to the small cannula diameter (228 µm).
In the experiment we showed, the system was used to perform controlled delivery of muscimol for reversible inactivation of FEF, simultaneously with either electrical stimulation or extracellular recording (single neuron, local field potential) using a microelectrode. This experiment in FEF requires microstimulation of the FEF to confirm saccade vectors prior to inactivation, and the drug was infused to study working memory during reversible FEF inactivation. It is unlikely that a recording from the same isolated single neuron can be maintained before and after the drug injection; however, we were able to record local field potentials before and after infusion. Here, we show an experiment combining injection, recording, and electrical stimulation.
Once it is set up, the method is very reliable and robust. However, due to precipitation of small molecules (e.g., salt) within the small tube and ports, a thorough flushing is required after each experiment in order to keep the microfluidics free of obstructions and leaks. Due to the simplicity of the entire circuit, each component can be replaced independently for easy troubleshooting.
Although the method was demonstrated in the FEF area in a non-human primate, the principle can be applied to any other brain area where some combination of electrical stimulation, recording, and drug injection are desired, in species of rodent size or larger.
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